Purpose A scanning laser polarimetry (GDx VCC) equips three different sized measurement circles. In eyes with peripapillary atrophy (PPA), the GDx measurement becomes inaccurate when the circle falls on PPA. The aim of this study was to evaluate performance of the three circles of GDx measurement in eyes with PPA. Methods Three different sized circles were compared regarding frequency of PPA, which fell on each circle in 282 open-angle glaucoma (OAG) eyes, reproducibility of GDx parameters in 24 normal and 22 OAG eyes, and ability to detect glaucoma in 50 normal and 50 OAG eyes. Results PPA was observed in 230 (82%) of 282 OAG eyes. PPA fell on the small circle (default setting), medium, and large circles in 119 (43%), 38 (14%), and 12 (4%) of the 280 OAG eyes. Reproducibility of GDx parameters was not significantly different among three circles in normal eyes (P40.05), whereas coefficients of reproducibility of TSNIT average (P ¼ 0.006) and superior average (P ¼ 0.035) were smaller in the smaller circles in OAG eyes. GDx parameters significantly correlated (Po0.001), but were significantly different (Po0.05) between the small and medium circles. The area under receiver operating characteristic curves for dividing OAG from normal eyes using GDx parameters was similar between the small and medium circles.
Introduction
Accuracy of measurements of the retinal nerve fiber layer (RNFL) thickness using a scanning laser polarimetry (SLP), GDx (Carl Zeiss Meditec, Dublin, CA, USA), has been improved after the introduction of the variable corneal compensation (VCC) system, which reduces the influence of the anterior segment birefringence in an individual eye. [1] [2] [3] [4] However, one of the remaining drawbacks of SLP is that RNFL measurements are inaccurate when peripapillary atrophy (PPA) fell on the measurement circle ( Figure 1 ). As PPA is more frequent in myopic eyes 5, 6 and myopia is much more common among Japanese, 7 it is supposed that PPA is commonly accompanied with Japanese patients of open-angle glaucoma (OAG).
With new software (GDx VCC version 5.3.2.), two different sizes of circles (medium and large) are available in addition to the default size circle (small). The inner diameters are 2.4, 3.2, and 4.0 mm for small, medium, and large circles, respectively, in eyes with normal refraction, although the actual sizes will be altered according to the refractive error of each eye. Using the medium or large circle instead of the default small circle, the obstructing influence of PPA on the RNFL measurement would be often avoided. To our knowledge, however, no report is available on the clinical usefulness of the medium or large circle. The aim of this study was to estimate the frequency of PPA in Japanese OAG eyes and to assess the reliability and usefulness of the RNFL measurements using medium or large circle for those eyes in which the small circle would fall on the area with PPA.
Methods
The studies below were carried out at the Department of Ophthalmology of the University of Tokyo, Graduate School of Medicine. Written informed consent to use their clinical data for this study was obtained from all subjects. The study was approved by the Institutional Review Board for Human Research of the University of Tokyo, Graduate School of Medicine and was conducted according to the tenets of the Declaration of Helsinki.
Measurement of GDx VCC
SLP images were obtained using GDx VCC with a software version 5.3.2. The general principles of SLP have been described in detail elsewhere. 8, 9 Imaging was obtained under dim light and with undilated pupils. For each eye, the macula was imaged without compensation, and the eye-specific corneal polarization axis and corneal polarization magnitude were recorded. Corneal birefringence-compensated SLP images then were acquired using the eye-specific corneal polarization axis and magnitude by adjusting the VCC retarder. Determination of the GDx VCC parameters was performed with regard to the small (default), medium, and large circles, respectively, on each acquired image with quality score of 8 or more.
Frequency of PPA falling on circles in OAG eyes
The frequency of eyes in which PPA fell on each of the GDx circles was determined using the stocked data of The GDx VCC results of each patient were reloaded from the hard disc drive of the instrument and the small, medium, and large circles were drawn. Beta zone of PPA, which was identified by choroidal atrophy with visible large choroidal vessels and sclera, was determined and judged whether each of the measurement circles fell on the PPA or not on the display of GDx VCC instrument with the help of colour fundus photographs if necessary. Alpha zone of PPA, which located peripherally and characterized by irregular hypopigmentation, hyperpigmentation, or both, was not included in the current study.
Reproducibility of the GDx measurements using the three circles
Reproducibility of GDx VCC parameters obtained with three circles was evaluated in 24 eyes of 16 ophthalmologically healthy subjects (mean age, 35.176.2 years) and 22 eyes of 14 patients with OAG (mean age, 53.8713.6 years) in whom the data were newly obtained. The criteria of the diagnosis of OAG were same as above. In the OAG patients, refractive error averaged À3.373.7 D, IOP with or without medication 14.173.1 mmHg, and MD À5.675.5 dB. Figure 1 An example of GDx VCC measurements in eyes with PPA. This eye has a large PPA and the temporal portion of the PPA falls on the measurement circle (small circle) (a). As the consequence, retinal neve fiber layer thickness is measured abnormally thicker in the temporal area (arrowheads, b).
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Ophthalmologically healthy subjects had IOP not exceeding 21 mmHg, the optic disc with a normal appearance, a normal open angle, a normal visual field defined, and had no history of ocular diseases or a family history of glaucoma. In the ophthalmologically healthy subjects, refractive error averaged À1.071.4 D. Each eye was scanned twice on separate days within a 1-month period. Eyes were excluded when any of the three circles fell on PPA or image quality fell below 8. The coefficient of the reproducibility for each parameter was calculated as follows:
where V 1 is the first and V 2 the second measurement obtained.
Mean values of the GDx parameters and detection of glaucoma
As the fraction of poor-quality images is rather high for the large circle (see Results section), the performance of the GDx was not determined for this circle size.
Comparison of the GDx parameters between 50 ophthalmologically normal eyes of 50 subjects (mean age, 50.678.7 years) and 50 OAG eyes of 50 patients (mean age, 49.479.1 years), of whom data were newly obtained for this part of the current study, and ability to detect glaucomatous eyes using GDx VCC was evaluated. The criteria of ophthalmologically healthy subjects and the diagnosis of OAG patients were same as above. In the OAG patients, refractive error averaged À3.672.5 D, IOP with or without medication 14.273.3 mmHg, and MD À4.272.9 dB. In the ophthalmologically healthy subjects, refractive error averaged À0.871.6 D.
Statistical analysis
Statistical analyses were performed using a statistical software package, SPSS 13.0J for Windows (SPSS Japan Inc., Tokyo, Japan). Friedman's test was used to compare the averages among three groups. The difference between two groups was evaluated using the Wilcoxon's signed-rank test or the w 2 test. Statistical correlation was evaluated by Spearman's rank correlation coefficient.
Receiver operating characteristic (ROC) curves were used to describe the ability to differentiate OAG eyes from normal eyes. A P-value less than 0.05 was considered statistically significant.
Results

Frequency of PPA falling on circles in OAG eyes
PPA could not be determined owing to expanded chorioretinal atrophy around the optic disc in two eyes. PPA was observed in 230 (82%) of the remaining 280 OAG eyes. PPA fell on the small, medium, and large circles in 119 (43%), 38 (14%), and 12 (4%) of the 280 eyes, respectively. The frequency with small circle was significantly greater than that with medium circle (Po0.001), and that with medium circle was greater than that with large circle (Po0.001). The GDx VCC Scanning laser polarimetry in eyes with peripapillary atrophy S Kunimatsu et al parameters could not be obtained in 34 (12%), 41 (15%), and 71 (25%) of 282 eyes for the small, medium, and large circles, respectively, because of poor image quality score (o8) or extrusion of the circle from the measurement area. Those frequencies were significantly different among the circles (Po0.001, w 2 test) and the frequency with the large circle was significantly larger than that with the small or medium circle (Po0.001, P ¼ 0.002, respectively).
Reproducibility of the measurements using the three circles
Coefficients of reproducibility of the GDx parameters in normal or OAG eyes are shown in Table 1 . These were not significantly different among the three circles in normal eyes for each parameter (P40.05, Friedman's test), whereas coefficients of reproducibility of TSNIT average (P ¼ 0.006) and superior average (P ¼ 0.035) were smaller in the smaller circles in OAG eyes.
Mean values of the GDx parameters and detection of glaucoma
Mean values of the GDx parameters are shown in Table 2 . All parameters in OAG eyes were significantly smaller than in normal eyes (Po0.05, Wilcoxon's signed-rank test). Between the small and medium circles, all of the GDx parameters significantly correlated (Spearman's rank correlation coefficients 40.8, Po0.001).
The ROC curves for dividing OAG eyes from normal eyes using each parameter obtained with the small and medium circles were determined. The area under the ROC curves is shown in Table 3 . Ninety-five percent confidence interval was overlapping each other between the small and medium circles, suggesting there was no apparent difference in the ability to detect OAG eyes between these circles. Among the indices, the nerve fiber indicator (NFI) had the largest area under the ROC curve. ROC curves regarding TSNIT average and NFI are drawn in Figure 2 . Scanning
Discussion
Frequency of PPA falling on circles on OAG eyes
The presence of PPA reduces the accuracy of the RNFL measurement using a SLP. Bowd et al 4 reported that in five of 73 (7%) eyes the circle fell on PPA and they used the expanded circle (20% horizontally and 20% vertically) for the analysis of those eyes. PPA is more frequently and more extensively observed in patients with glaucoma than in normal subjects in Caucasians 10, 11 (no data available in Japanese) and associated with glaucomatous damage. [12] [13] [14] Because myopia is more likely associated with PPA, 5, 6 and more frequent in Japan, 7 the influence of PPA on the measurement of the RNFL is of practical concern, especially in Japanese patients with OAG. In the current study, PPA fell on the small circle (default setting) in 119 (43%) of 280 OAG eyes, suggesting that accurate GDx measurement may be often disturbed because of PPA in Japanese OAG eyes when using the small circle.
When using optical coherence tomography (OCT), Lai et al 15 reported good agreement between the automated and manual tracing results in eyes with PPA, and the authors concluded that automated optic nerve head analysis using OCT may be used in the clinical setting in eyes with PPA. In contrast, the accuracy of GDx VCC when measuring the RNFL thickness decreases in the presence of PPA (Figure 1) , and alternative measurement methods should have clinical value.
In the current study, the GDx parameters for the small, medium, and large circles could not be obtained in 34 (12%), 41 (15%), and 71 (25%) of 282 OAG eyes, respectively, because of poor image quality score (o8) or deviancy of the circle from the measurement area. Unless the optic disc was successfully located at the centre of the measurement area, the large circle easily extrude from the area. Moreover, the measurement using the large circle should be unstable because of the influence of the thinner RNFL, which was reported to often show atypical retardation pattern (ARP). [16] [17] [18] Reproducibility of the measurements using the three circles Good intraoperator and interoperator measurement reproducibility using an SLP has been reported by several investigators. [19] [20] [21] In the present study, we evaluated the difference in intraoperator reproducibility among the circles ( Table 1 ). The coefficients of reproducibility in normal eyes were 8% or less, except NFI, and there was no significant difference among the three different sized circles. On the other hand, in the glaucomatous eyes, the reproducibility of some parameters was worse for the larger circles than the small ones. The sensitivity of GDx VCC is reported to be reduced in the retinal area with ARP. [16] [17] [18] This should be at least partially responsible for the poor reproducibility of the measurements with the outer circles. And besides, the influence of ARP owing to the outer and thinner retinal area should be involved with the performance in diagnosing glaucoma or assessing glaucoma progression described below.
Mean values of the GDx parameters and detection of glaucoma
Varma et al 22 measured histologically the thickness of the RNFL in normal human eyes and reported that the thickness decreased with increasing distance from the disc margin. In this study, the RNFL thickness obtained with the small circle was greater than that with the medium circle in normal and glaucomatous eyes, which is consistent with histologic results.
To determine the ability of each parameter to differentiate glaucomatous from normal eyes, we analysed the ROC curves. The largest area under the curve (AUC) was the NFI (0.94 with the small circle, 0.93 with the medium circle), which was similar to a previous study. Medeiros et al 23 reported that the AUC for NFI using GDx VCC was 0.91. There was no apparent difference between the small and medium circles when differentiating glaucoma from normal eyes. In the present version of GDx VCC, the NFI has been trained on data measured along the small circle. If a newly trained NFI, which is specially designed for the medium circle, is available, performance to detect glaucoma using the medium circle would be improved. Moreover, the potential for the assessment of glaucoma progression may differ among the different circle sizes.
Not only beta zone of PPA but also alpha zone often shows ARP and can assert influence on GDx VCC measurements. However, because the precise determination of alpha area was difficult in some of the eyes as reported previously, 14 alpha area was not included in the present analyses. Therefore, in the current study, even if the larger circles were used and beta zone was not involved in the SLP measurement area, the disturbance of alpha zone of PPA might be still remained. Recently, a new software version, named the enhanced corneal compensation (ECC), was published. [16] [17] [18] It is reported to significantly diminish the artefacts owing to ARP. This new software may improve the performance of GDx in eyes with PPA even when using the small circle. However, whether the influence of PPA can be completely diminished with ECC is still unclear and further investigation on ECC measurements using the different measurement circles should deserve future investigation.
In conclusion, measurements with the medium circle may be a useful alternative, especially in Japan 7 and other East-Asian countries where the prevalence of myopia with PPA is higher than in Western countries. 24, 25 
